Evaluation of pre-fabricated root canal posts.
In this in vitro study, properties of a titanium alloy post recently introduced to the market (IntegraPost), were compared with those of a clinically proven stainless steel post (ParaPost). The IntegraPost has a unique, perforated, spherical head and a microknurled shank surface. The posts were tested for rigidity, for retention within the root canals of extracted teeth and for ability to retain composite resin cores. The two post types exhibited similar properties in core and root canal retention, however, the IntegraPost was significantly less rigid than the ParaPost.